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NIST pressure calibration services with 
nitrogen are now based on two transfer 
standard piston gages for which the ef- 
fective areas have been determined by 
calibration with the manometer devel- 
oped at NIST for gas thermometry. 
Root-sum-squared three sigma uncer- 
tainties for the areas for the two gages 
are 3.05 ppm and 4.18 ppm. 
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1.    Introduction 

There are presently only two technologies that 
can be developed into practical primary pressure 
standards in the atmospheric pressure range. They 
are the piston gage (pressure balance, dead weight 
tester) and the manometer. 

The essential features of the piston gage include 
a vertical hollow cylinder which is closed at the 
top by a close-fitting piston and closed at the bot- 
tom with appropriate plumbing to admit the pres- 
surizing fluid. The piston is loaded with known 
weights to counter-balance the effect of the pres- 
sure so that it floats at a specified reference level 
and is rotated to relieve friction. The pressure is 
calculated as the ratio of the force due to the 
weights to the effective cross-sectional area of the 
piston. The piston gage measures the difference be- 
tween the pressure at the bottom and the top of the 
piston. When the top of the piston is at ambient 
atmospheric pressure, we speak of using the device 
in the gage mode. The absolute mode requires that 
the top of the piston be in a vacuum. The accuracy 

of a piston gage is limited by our ability to deter- 
mine the effective area. For a primary standard pis- 
ton gage, the area must be determined from 
dimensional metrology. The highest accuracy re- 
ported in the literature is on the order of 15 parts 
per million (ppm) [1] while repeatability of 1 ppm is 
common. The limitation is in the accuracy of the 
dimensional measurements and in the manufacture 
of truly straight and round cylinder bores and pis- 
tons. 

The essential feature of a manometer is a vertical 
column of fluid, suitably contained and supported 
at the bottom by an applied pressure. The magni- 
tude of the pressure is the product of the column 
height, the density of the fluid, and the acceleration 
due to gravity plus whatever pressure is applied to 
the top surface of the fluid column. Thus, the 
manometer is also a differential pressure measure- 
ment device and is used in the absolute mode when 
the space above the top surface of the field column 
is evacuated or in the gage mode when that space is 
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at ambient atmospheric pressure. Limitations in ac- 
curacy are due to the uncertainties in the density of 
the fluid and in the column height measurements. 
In general, at atmospheric pressure, a state-of-the- 
art manometer will have a lower uncertainty than a 
state-of-the-art primary standard piston gage. 

The piston gage has two advantages over the 
manometer: portability and ease of use. These two 
properties coupled with the stability of the piston 
gage make it an excellent transfer standard. In or- 
der to meet the demand for reduced uncertainties, 
NIST has used the manometer that was developed 
at NIST for gas thermometry [2] as a primary stan- 
dard to calibrate the two piston gages that serve as 
the reference standards for NIST piston gage cali- 
bration service. Calibration services are now of- 
fered through these transfer standard piston gages. 

Herein we report the results of the calibration of 
the piston gage calibration reference standards us- 
ing the manometer in the absolute mode. 

2.   Apparatus 

A complete description of the gas thermometer 
manometer (GTM) and a thorough evaluation of 
its uncertainties at the 99 percent confidence level 
are found in the literature [2,3,4]. Recently, 
Edsinger and Schooley, as a part of their new gas 
thermometry measurements up to 933 K, have re- 
considered the uncertainty of the manometer and 
have determined that the value given in [2] of 2 
ppm at the 99 percent confidence level is satisfac- 
tory [5]. 

The two piston gages are commercial units, iden- 
tical in make and model. They were modified in 
two ways: in an effort to eliminate every part hav- 
ing even a remote possibility of being hard to clean 
and thus becoming a source of dirt, we replaced 
the entire mechanism for the top and bottom stops 
with parts made of Kel-F. Also the rotative mecha- 
nism was modified such that the cylinder and the 
piston with its weight stack could be rotated to- 
gether up to the desired angular velocity, on the 
order of 60 revolutions per minute (rpm), and then 
the piston was floated and the cylinder was 
stopped allowing the piston to continue. Pressure 
measurements were then made with the cylinder 
stationary and the piston coasting. The Kel-F bot- 
tom stop was coated with a robust conductive alu- 
minum film which was grounded to the cylinder to 
prevent electrostatic charges from accumulating 
on the surface when the rotating weight hanger 
rubs on the bottom stop. Without the conductive 

film, the resulting electrostatic forces can produce 
errors of several ppm at atmospheric pressure. 

The temperature of the piston and cylinder as- 
sembly was monitored with an array of ten ther- 
mistors, connected in parallel, mounted on the 
stationary portion of the cylinder mount, and cali- 
brated in situ. 

Figure 1 is a schematic diagram of the experi- 
mental arrangement. Item A is a calibrated differ- 
ential pressure transducer having a full range of 
130 Pa and a sensitivity of 7X10"^ Pa. It was cali- 
brated by using two piston gages, one supplying 
pressure to each pressure port of the transducer. 
The use of the transducer provides two advan- 
tages: it allows both instruments to work against a 
limited-volume pressure system which makes the 
apparatus easier to operate. The transducer was 
also used to read small differential pressures be- 
tween the manometer and the piston gage which 
makes the establishment of a perfect equilibrium 
unnecessary. The zero was checked before each 
measurement by applying the identical pressure to 
both sides of the transducer via the bypass valve. 
Typically, the differential pressure for a given mea- 
surement was a fraction of a pascal. 

Item B of figure 1 is another calibrated differen- 
tial pressure transducer of the same make, model, 
range, and sensitivity as item A. It was used to 
measure the pressure in the bell jar surrounding the 
weights, which is evacuated for absolute mode op- 
eration. 

The pistons and cylinders were examined for 
residual magnetism using a Hall-effect detector and 
were demagnetized as necessary. 
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Figure 1. Schematic diagram of the pressure system connecting 
the manometer to the piston gage. The items marked A and B 
are calibrated differential pressure transducers. The circled X's 
are valves. 
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3.   Results 

Both gages were repeatedly calibrated with the 
manometer at 27 and 95 kPa in the absolute mode 
using nitrogen; a total of 107 measurements for 
PG 28 and 149 measurements for PG 29. The effec- 
tive areas for the gages were calculated from the 
expression 

A = 
Mg 

(P-Pb-pgA+e)[l+(«p+ CC^XJ-JR)] (1) 

where 

M 

8 
P 

P 
h 

TR 

is the total mass supported by the pressure 
including the weights and piston 
is the local acceleration due to gravity 
is the pressure at the lower mercury sur- 
face in the manometer 
is the pressure in the bell-jar surrounding 
the weights 
is the density of the nitrogen 
is the height between the reference level of 
the piston gage and the level of the lower 
mercury surface in the manometer 
is the differential pressure measured by 
transducer A 
is the linear thermal expansion coefficient 
for the piston 
is the linear thermal expansion coefficient 
for the cylinder 
is the temperature of the operating piston 
gage 
is the reference temperature and is defined 
to be 23 °C. 

The effective area of each gage was found to be 
constant over this pressure range. Figures 2 and 3 
are histograms showing the deviation fi*om the av- 
erage areas expressed in ppm. The measurements at 
95 kPa are marked with a dot to distinguish them 
from the 27 kPa measurements. There is no appar- 
ent significant pressure dependence on the area of 
either gage. The areas and the tripled standard de- 
viations are given in table 1. 

Table 1. Areas and tripled standard deviations of PG 28 and 
PG29 

PG 28 PG29 

Area, 10"* m^ 
Triple standard deviation 

3.3582249 
1.89 ppm 

3.3572390 
3.42 ppm 

MO 

i   ' 

H 96 kPa 

D 27 kPa 

PG26 
pH Nitragen 

"-^     '-^        0=0.63 

-1.6      -.8       0        .8       1.6 

Deviation from the mean, ppm 

Figure 2. Histogram showing the deviation of the measured 
area from the mean for PG 28. 

S 95 kPa 

D 27 kPa 

10 

-3.2    -2.4   -1.6   -.8 0 .8        1.6       2,4       3.2 

Deviation from tiie mean, ppm 

Figure 3. Histogram showing the deviation of the measured 
area from the mean for PG 29. 

The uncertainty in the effective area of each pis- 
ton gage arising from the uncertainties in the vari- 
ous parameters of eq (1) can be expressed as [6] 

dA 
A 2(i#,<^.) 1/2 

(2) 

where the Xi are the parameters given in eq (1). 
These uncertainties are given in table 2. The tripled 
standard deviations about the means given for the 
areas of the two gages in table 1 are combined with 
the uncertainty given by eq (2) by the root-sum- 
square method; they are also hsted in table 2. 

The sources for the values listed under the head- 
ing "d;^:," in table 2 are as follows: 

The value of dMis the result of calibration of the 
piston gage weights using NIST standards and is 
discused elsewhere [7]. The value of dg is the result 
of on-site measurements. Reference 2 discusses the 
value of dP. The values of dPb are based on calibra- 
tion measurements. The value of dp is based on an 
uncertainty in temperature measurement of 0.5 K 
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Table 2. Uncertainties in area for gages PG 28 and PG 29 calculated at a pressure of 100 kPa based on three 
standard deviations 

Parameter 

Parameter Uncertainty 

dAT, 

Differential 
1  iA 

A iX>^' 

ppm Xi Units Value 
i iA             ,, , 

AlX-,           V«""^ 

M kg 3.4 i.ixio-' 1/Af             3X10-' 0.33 

8 m/s^ 9.8 1.5X10-'' \/g           ixio-' 0.15 
P Pa 1X10' 2.0X10"' \/p          ixio-' 2.0 
A Pa 1.3 6X10-' \/p           ixio-5 0.6 

9 kg/m' 1.2 1.8X10-' gh/P            SxlO--* 0.9 
h m 5 2.0X10-' pg/P            1.2X10-' 0.24 
e Pa 0.5 6X10-' \/P               1X10-' 0.6 
(ccp+oce) /"C 8.22X10-' 1.5X10-' T-n          1 0.015 
T-n °C rR=23 3X10-' ccp+ccc       8.22XI0-' 0.24 

dA 
—j- arising from tlie parameters of eq (1) 
A 

2,40 

PG28 PG29 

Uncertainty in eq (1) 
Tripled standard deviation of area about the mean 
Combined total uncertainty 

2.40 2.40 
1.89 3.42 
3.05 4.18 

along the tube connecting the manometer to the 
piston gage [2]. On-site height measurements pro- 
duced the value of dA. Separate thermal expansion 
coefficient measurements on the materials from 
which the piston and cylinders were made result in 
the value of d(ocp-|- oc J. The value for the uncer- 
tainty in the temperature measurements is based on 
calibration data of the thermistors. 

The uncertainty in P includes the uncertainty in 
the head correction, pgA, with the assumption that 
the gas is helium [2]. Since, in this case, nitrogen 
was used, we have explicitly included the uncer- 
tainty for the nitrogen head correction without re- 
moving the helium head correction uncertainty in 
the value of dP, a conservative approach. 

The determination of effective areas of piston 
gages PG 28 and PG 29 as reported in this paper 
reflect state-of-the-art measurements and they 
provide an improved basis for NIST calibration 
services for the practical use of gas operated piston 
gages. It is recognized that reasonably frequent 
verification of the effective areas by the use of the 
GTM facility is important and necessary to estab- 
lish a new body of control history to support im- 
proved levels of calibration service accuracy. The 
intrinsic stability of well constructed gas operated 
piston gages combined with the accuracy of the 
GTM provides a clear basis for significant im- 
provement in the accuracy levels of practical pres- 
sure measurements. 

About the authors: B. E. Welch and R. E. Edsinger 
are physicists who were in the Temperature and Pres- 
sure Division of the NIST Center for Chemical Tech- 
nology. Both have retired. V. E. Bean and C. D. 
Ehrlich are physicists in that same division. 

4.   References 

[1] Maghenzani, R., Molinar, G. F., Marzola, L., and 
Kulshrestha, R. K„ J. Phys. E: Sci. Instrum. 20, 1173 
(1987). 

[2] Guildner, L. A., Stimson, H. F., Edsinger, R. E., and 
Anderson, R. L., Metrologia 6, 1 (1970). 

[3] Guildner, L. A., and Edsinger, R. E., J. Res. Natl. Bur. 
Stand. (U.S.) 80A, 703 (1976). 

[4] Schooley, J. F., Proceedings of the 1988 Workshop and 
Symposium of the National Conference of Standards Labo- 
ratories, p. 50-1, August 14-18, 1988. 

[5] Edsmger, R. E„ and Schooley, J. F., Metrologia 26, 95 
(1989). 

[6] Heydemann, P. L. M., and Welch, B. E., Piston Gages, in 
Experimental Thermodynamics, Volume II, edited by 
LeNeindre, B., and Vodar, B., Butterworths, London 
(1975) p. 183. 

[7] Davis, R. S., and Welch, B. E., J. Res. Natl. Bur. Stand. 
(U.S.) 93, 565 (1988). 

346 


